Octe L‘;er 2,014
MISSOUR! DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY RECEIVED
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT

By Carol Day at 3:43 pm, Sep 30, 2014]

Complete this rapor In duplicate al the time of the regular monthly preventative maintenance check, and whenever Instrumant Is repaired.
Send copy to Beparimant of Health and Senior Services; retain original in department file.

ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION
097424 096,3680.984 09/30/2014

LOCATION OF INSTRUMENT (STREET AND CITY) TIME OF INSPECTION
1019 Schroader Cresk Blvd Wentzville, MO 63385 1:23 pm

CHECKLIST: Place a mark in the box by each ilem If found to be satisfactory or if operating within established limits. {Write In observed val-
uss where determined.) Unmarked ltems must ba corrected bafore using instrument.

¥l DIGiTAL READOUT (ALL ELEMENTS OPERATIONAL)

E TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

[/] PRINTER WORKING PROPERLY

/] TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURAGCY STANDARDS

[/l smuLaTOR soLUTION D COMPRESSED ETHANOL-GAS MIXTURE

[7] stanpaRD suppLIER RepCo Marketing Inc. Lot # 13002 EXP. DATE 06/16/2015

[/l SIMULATOR TEMPERATURE {(3¢°C 2 0.2°C) __34.0  sIMULATOR SN __ SD2233 _ SIMULATOR EXP DATE _11/14/2014

[/} CALIBRATION CHECK - {ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests musl be within 5% of the standard vailue and must have a soread of .005 or
less, Check the box corresponding to the standard solution belng used. (PRINTOUT ATTAGHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0,105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1= 098 TEST 2+ (g8 TEST3 = 096

E] AF1 DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 w08 O (05-09) 1 (t0-14) O (is-19) 0 (Ovemr.19) 0

List any new parts and describe any alteration or modificalion that was made lo restore the inslrument to operate satisfactorily and within
astablished IImits (use other side if necessary).

PRINT NAME

IGNATUHE

¥ ﬁ Matthew J. Schneider
TYEE [ PERMIT NUMBER/EXPI X D:§TE TFELEPHONE HUMBER

230344 121317201 (836} 327-5105

Return completed report to the:  Breath Alcohol Program, MO Department of Health acrl uenior Services, Scutheast Diskrict Office
2875 James Boulevard
Poplar Bluff, MO 63901

L0 5801351 (6-10) AN EQUAL GPECATUNITAR SRAATIVE AGTION ENELOVER AR5
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RrerCo MARKETING INC.

3101188 BTONYBROOK DRWVE
RALETGH. NG, 27604
B19-676-5480

CERTIFICATE OF ANA&Y%

MANUFACTURER AND SUPPLIER: Repﬁn Marketing, Inc.

LOT NUMBER: 13002
EXPIRATION DATE: June 19, 2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:
RepCo Marketing, Inc. manufactured, tested and supplied Lot Number
13002 ___ of Alcohol Certified Solution for simulators, Random samples of said lot --
number were analyzed by an independenf laboratory utilizing a gas chromatograph
and found to contain __3217 - gms/dl +/-.003 grms/dl witvol ethanol (95%

Confidence).
The alcohel and distilled water used in the solution were found io be free of

any interferring substance. .
This solution will produce a vapor alcohol value of 100 +/-3% gms/210L
Breath when heated to 34 Degrees Célsius +/-0.2 Dogrees Celsius in a sxmula.tor

(95% Confidence).
The date of manufacture for this lot mumber is__ Jume 20, 201

The expiration date for this lot number is__-_Juie 19, 201!
11:59 pan.

Cecil B. Garner, Presxdmt
chCo Marketing, Inc.

Porm RM (2




a%/38/14 13:28 000

Calibration Check?
a4 B9/R0714 13528 696

nir Blanki

1
= Ry -
i Ot 1
3 - [t ]
L W
T g i
= = Qo

=} = =
gy _ &l
o - .
[os H
— = 1
£ o ot <7
—f 2 i et L
w 0z woI
] =l
& s B t
&g
Tt Yy 2a] &t
i =1
BRI Lot
o= e 1
[ Fim] gt =g v i)

'] COWEN JDYBARLD

I Erang

SUEN 3DErAN3

250" STIET PLABE/CE 7
| pReY) WITRAGTIIED

988° TZ:01 PIFBCIEHE
BUeTE 418

IGIZ SWIL I}|EQ SWB]
-
$9T09  M3003d I53L
A4EE 10 UOISsJaN

AR |

[=1

»

—

&

o = =

= [=] o]

2 15 7
I =
- -t [ [
it ] ’ e
b 115 i ot
s 17" b ]
i LY Py |5
= = 19 =}
oy oz L] —

LS T 38007

“Tr1 SOMEN A0IELELD

“F*I 1osegng

BURN 1DErgn3

860" STIET PI/BCASE ©F
1{I3Y) UDTIEAFTTES

888" SI:ST P 80450
_ PSTT At

BIT WII 918  <wsy
=
SHIEA  THOCTE 1S3

qZES :0U WDTSJAEn
PTRoLY DU TRTISE AT SH

PTPLAR 10U [RIHEE O B¢

» @ &

LT 3Ry

TETT ceumy t0ymdedy

EtI oeErong

SLIEH IaECans

STIET PIAREASE 7T
I3d slon

W swg osyer awsy
7 .
93169 TH00%H 1331

gZES 10U uwoTSJAE
POFLEE sO0U TRTURS a1 Sy




Dt

STATE OF MISSOURI

DEPARTMENT OF HEALTH AND SENIOR SERVICES

BREATH ALCOHOL PROGRAM

TYPE Il
MATTHEW J SCHNEEDER

is hereby authorized to instruct and supervise operators, frain Instructors, inspect, calibrate, petform fisld service and repaits,
and operale the following breath analyzet(s):

DATAMASTER, INTOX EC/IR HI ALCO SENSOR IV W/PRINTER

for the determination of the alcoholic-content of blodd from a sample af expired dir, Permit ISSUGd under the prowstons of sections
577.020 through 577.041, RSMo and 306.111 through 308. 118 RSMo.

orre 1213112013

l/x}bwgc"_g_ﬁ

Expings 12/31/2015

DIRECTOR OF BTATE PUBLIC HEALTH LABORATORY

Q%«Q Veok

sueting. director

MO 680:0771 {6-10)

STATE OF MISSOURI
DEPARTMENT OF HEALTH ARD SERIOR SERVIGES
BREATH ALGORDL PROGRAM

INSTRUMENT OPERATOR CARD

The namad cardholdst fs auihoritad o operatd an ovidonlis! brosth slvohol
instrumant for the telemination of the aioohow cantent in beeath form of expired af

Operator SCHNEDER. h!AT‘fHEW
Permi Ne 230344 -

Date Issued 12/31/2013  Date Explres 12/31/2015

DIRECTOR OF DEPARTMENT OF HEALTH AND SENICR SERVICES

LAB-4 (138,10}




